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ABSTRACT 


This report describes the complete measuring and test system 
developed at the Tuskegee Institute to measure the quality and the 
stability of insulating materials used on Solar Cell arrays for space 
applications . 

The test set up and measurements are primarily aimed at the 
measurement and analysis of the degradation of the electrical insulating 
properties of material used on Solar Cells. Degradation characteristics 
of the material subject to thermal cycling, space plasma and very high 
electrical fields individually and in combination can be investigated. 
Ultimate breakdown tests can be conducted using AST^I Standard Methods 
D149. 
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INTRODUCTION 


The study of space plasma interaction with Solar Ceil Arrays has 
been made by NASA and several other research centers. Test Samples 
consisting of photovoltaic materials - Silicon, Gallium Arsenide and 
dielectric materials - Kaptcn, Epoxy, Microsheet glass and Teflon were 
subjected to electron and proton bombardment and simulated plasma. 

The results of these investigations are available through published 
reports and literature|[l, 2 .. 14j . From these investigations it was 
found that the dielectric materials of Solar Cell Array on an orbiting 
space craft in a charged particle environment (Space Plasma) is subject 
to several degradation processes. 

The degradation process of the Insulating Material takes place in 
the following sequence. 

1. In an Solar Cell Array each interconnector and location will have 
a definite potential, depending on the total output voltage of the 
Solar Array, number of cells in series and parallel and other 
electric parameters. 

2. At some location on the array the generated voltage will be equal 
to the Space Plasma potential (7) . 

3. The parts of the array which are below space plasma potential will 
repel electrons and parts above space plasma potential attract 
electrons and repel positive ions. 
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The attracted charged particles will collect on the insulated 
surface of the array. 

5. If the dielectric material has a pinhole due a manufacturing 
defect or develops a pinhole due to thermal cycling, micro- 
meteoroid, UV radiation etc., all the charge collected on the 
insulator will be funneled through the pinhole causing high 
transient localized current. This transient current leads to 
arcing, "hot spots" and insulation destruction due to thermal 
effects. [,5.6] 

6. This pinhole effect is very severe with negatively biased 
electrodes. Arcing has been observed at voltages as low as 
-400v. This severe arcing is due to the fact that negatively 
biased electrodes emmit electrons thus contributing to higher 
electron currents. Higher temperatures caused by arcing and 

hot spots are likely to aggravate the condition. Higher electron 
currents due to thermionic emission are possible. 

In general studies conducted indicate that 

(a) It is a near certainty that the High Voltage Solar 
Cell Arrays operating at voltages over 2000v, will 
eventually develop pinholes due to thermal cycling, 
micrometeoroids and other causes which will allow 
plasma current collection. 

(b) Hot Spots and arcing due to plasma collection and 
pinhole effects will eventually damage the insulation. 
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(c) There is evidence of extensive damage of the insulating 
surface due to tracking and arcing. 

(d) The surface resistivity of Kapton decreases in the 

The investigation of the dielectric properties is essential in view 
of the strong evidence indicating plasma interaction can cause severe damage 
to the insulating materials due to transient arcing and tracking. l5,6...J 

A research project was started to investigate throughly the effects 
of temperature cycling, very high Electrical fields and plasma interacting 
in combination with the insulating materials. This report discusses in detail 
a test set up developed for such an investigation. The report also describes 
to theoretical basis of the instrumentation and Test Methods and their 
Capabilities. Detailed investigation will be carried out with various types 
of insulating materials during the next phase of the project. 
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PROPERTIES OF INSULATING MATERIALS 


Insulating materials, which are also known as dielectric materials 
Isolate components of electrical system from one another and from ground. 

They also provide Mechanical support for the components. 

Three important parameters are used to indicate the quality and 
stability of the insulating materials. They are; 

1. Amount of heat loss produced in the materials when subjected to 
alternating electrical fields. The measurement and analysis of 
mechanisms of loss production, enables us to deduce the dynamics 

of molecular interactions and the structural changes in the material. 

The dissipation factor of the material characterizes the heat loss 
produced. 

2. Dielectric breakdown and breakdown strength of the material * 

The dielectric breakdown tests are destructive tests and intended 

for use as a control and acceptance tests. These tests are also 

used to ascertain the changes in the materials due to specific deteriorating 

causes . 

3. Surface and volume resistivity (Conductivity) characteristics. 

Surface resistivity and volume resistivity can be used to predict the 
low frequency dielectric breakdown and dissipation factor properties 
of some dielectric materials. These measurements are useful only if 
correlation can be established by supporting theoretical and experimental 
investigations . 
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To evaluate and experimentally investigate the changes in the 
quality and stability of the insulating materials all the three above 
mentioned quantities must be measured. The changes in the dissipation 
factor, dielectric strength, surface resistivity and volume resistivity 
must be correlated with the variation of temperature, voltage and corona 
intensity. 

The test set up developed to subject the test samples to the effects of 
temperature cycling , corona and high electrical voltages is described in the 
succeeding sections of this report. Test methods and instrumentation to 
measure loss angle, volume and surface resistivity, are discussed in the 
next section of this report. 
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MEASUREMENT OF LOSS ANGLE OF INSULATING tlATERIALS 


The behavior of a dielectric in an alternating electrical field can 
be represented by means a Complex dielectric constant. 

G = e' - j e" 

The dielectric can be schematically represented by a combination of 
a perfect capacitor and a resistance as shown in Fig (1) . Only a perfect 
vacuum is a perfect dielectric and can be represented by a capacitor alone. 

The power dissipated in the Capacitor due to dielectric losses is given 
by 

2 

P = V o)c tan6. 

tan6 is called the dissipation factor of the dielectric and 6 is known as 
the loss angle of the dielectric. Fig. 1 (c) shows the phasor diagram defining 
the angle 5. 

It can be shown that 

tan6 = 

g' 

The dielectric losses in the insulating materials are caused by, various 
polarization mechnisms that occur inside the material when an electrical field 
is applied. In general both g’ and e" are dependent upon temperature, frequency. 
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Series Circuit 


Parallel Circuit 



Phasordiagranis 


Fig (1) Equivalent Circuit of a Lossy Capacitor. 
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and applied electrical field. The measurement of the variation of the 
value of tan5, with voltage, temperature and frequency enables one to 
deduce the dynamics of molecular interactions. The value of the dissipation 
factor is a measure of the heat generated in the material and must be held 
small. Dissipation factor is used indicate the quality of the insulating 
material with other correlating data characterizing the insulating material. 

Dielectric loss index is defined as 

K" = e tanS 

METHODS OF MEASUREMENT OF THE DISSIPATION FACTOR OF THE INSULATING 

MATERIALS 

Methods for measuring capacitance and tan6 can be classified into 
three groups: Bridge methods, resonance methods and deflection methods. 

The choice of the measurement system is dependent on the frequency and 
accuracy required. The deflection method is a direct method where the 
voltage, current and the power loss are measured by conventional meters 
and employed only at power line frequencies of 25 to 60 Hz and at high 
voltages, and is not very accurate. 

Null methods are most commonly used in measuring a. c. loss at high 
voltages. The resistive or inductive ratio arm capacitance bridge in its 
various forms can be used over the frequency range from less than 1 HZ to 
several MHZ. The lowest loss tangents to be mueasured require a sensitivity 
of 10”^ rad. This limits the choice of methods and calls for considerable care. 


... 
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MEASUREMENT OF TAN6 AND DIELECTRIC LOSS INDEX AT 60 HZ 


SPHERING BRIDGE 

Keeping in view all the requirements regarding the accuiacy and 
opperating stresses on the insulating material, it was decided to use 
the high voltage Schering Bridge for the measurement of tan6 in this 
investigation. 

Schering bridge was suggested in 1920 by Schering as a method for 
measuring dielectric losses at high voltages. The bridge proves to have 
many advantages and to be \'ersatile. The enormous development in high 
voltage technology has resulted in a very wide use of the method for tests 
of the losses in cables and in insulators at high working voltages. 

Moreover the bridge is also one of the best ways for testing small con- 
densers at low voltages with very high precision. 

Referring to Fig. (2) C is the effective capacitance R the equivalent 
series loss resistance of the sample condenser is a standard capacitor, 

is a variable condenser. R^ and R^ are non-reactive resistances. 



Fig (2) High Voltage ScheringBridge 
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Writing down branch irapedances 









R 


z 


Hence 








I 



Equating real and imaginery parts 



CXv\<3^ 



Loss angle tan6 = o)CjR^. 


The Scheritig bridge is very safe to operate. The branches 

containing and have very little voltages across them since their 

impedances are very sinall in comparison with those of the condenser branches 

having C and C . This fact makes Schering bridge useful for high voltage 
X s 

measurements. The voltage across R 2 may be one ten-thousandth of that 

applied to bridge. Hence the detector points are never more than a few 

volts above earth potent *.al so the balancing circuit may be adjusted with 

perfect safety. As an additional safeguard, the low voltage portions of 

bridge, R«, R and C are contained in an earthed metal enclosure, the 
^ X 1 

switches effecting the necessary balancing adjustments being provided 
with insulated knobs. 


The direct action of the electric field of high voltage 

electrodes of C and C upon the low voltage portions of the bridge, 

X s 

namely, the leads from low voltage electrodes of and C^, detector 
and low voltage branches is extremely important and errors due to this 
cause can be avoided by the adoption of an appropriate system of electric 
shielding. 



Fig (3) Schering Bridge With Wagner Earth 
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Since the impedances of C and C are very high compared to R, and 

X s -i- 

R^, sensitivity of the bridge is considered low as the impedance of the 
branches deviate so far from the conditions of maximum sensitivity. However 
at high voltages and with a sensitive detector, the available sensitivity 
is adequate for all practical requirements. The sensitivity of this bridge 
is proportional to frequency. 

The complete circuit consists of power supply j Schering Bridge, 

Wagner earth and detector. Schematic diagram of the Schering Bridge is 
given in Figure 2 and Figure 3 shows the shielding and Wagner Earth. 

The wagner earth is used to bring the potential of the measuring 

electrode near to earth potential. Hence the pick up of spurious signals 

greatly reduced. It is required to obtain maximum detector sensitivity to 

the bridge component being balanced. Bridge balancing is achieved by 

varying and with switch S^^ in position M to obtain minimum deflection 

in detector D. After that, switch Sj^ is shifted to position G and the same 

minimum deflection is obtained by varying C and R such that the detector 

F F 

shows no change in balance by switching to M or G. the loss tangent 
of the specimen is then directly proportional to capacitance and is 
given by 

tan 6 = 

where to = angular frequency, R^ is of constant value and is the value 
at which balance is achieved, A low noise high gain tuned amplifier is used 
in the Null detector Stage to accurately detect the voltage unbalance. The 
operating frequency of the amplifier is determined by selective bandpass 
f Hirers which can be tuned to 60 HZ, 50 HZ or 25 HZ corresponding the 
frequency of the test high voltage. 
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SERIES AND PARALLEL EQUIVALENT CIRCUITS OF CAPACITOR WITH DIELECTRIC LOSSES 


Fig 1 (a, b) show the equivalent circuits of a lossy capacitor and 
Fig 1 (c, d) show phasor diagrams corresponding to these equivalent circuits. 

The dissipation factor of the parallel circuits is defined as 

tan 6=1 = 1 

P R/I U)C R 

c Pc 

and that of the series equivalent circuit 


tan 6 = VR 

" V“ 
c 


= R w c 
s s 


In general a capacitor possesses both the series and parallel loss 

resistances as shown in fig (4) . Depending on the frequency of the applied 

voltage only one of them dominates. In fig (4) R represents resistance of 

s 

the connecting leads, electrode contact resistances and the part of the 
dielectric loss whose characteristics can be more accurately described 
by a series equivalent circuit. 



Pig. 4 
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Resistance R represents a measure of the dielectric losses inside the 
P 

material. At low frequencies _1 » R and only parallel circuit is 

0)Cp ® 


effective. 


At high frequencies and above the measured lossed are determined by 

R . However at any particular frequency both the circuits are accurate, 
s 

But over a wide frequency range either of the circuit alone is inaccurate. 


The relation between series and parallel i,nquivalent resistance and 
capacitances are given by, 




Cs 
( I f 


— c. p C I (^3 


The equivalent converted values are valid for only one frequency 
because the dissipation factor tan6 itself is frequency dependent. 
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Accuracy of The Bridge Measurements 
Loss Reference Standard Capacitor 


The accuracy of the measurement of the small dissipation factors 
are dependent on the constancy of the bridge elements and the error angles 
of the particular elements. The loss reference is the high voltage 
Standard Capacitor. The characteristics of this capacitor has a 
direct influence on the accuracy of measurement. The loss refeerence 
is compressed gas (Carbon Dioxide) Standard Capacitor 100 pF, 190 Kv 
nns. tan6 _> 10 The Standard Capacitor used in his investigation 

is an almost ideal capacitor. It is worth mentioning here the capacitor 
and bridge circuit elements used in this investigation are used in Standard 
laboratories internationally. Fig (7) shows the experimental set up with 
standard capacitor and the test specimen inside the environmental chamber. 

DEPENDANCE OF DISSIPATION FACTOR (TAN6) AND LOSS INDEX ON VARIOUS FACTORS 

The dielectric constant and the loss angle of insulating materials 
are not constant over the wide frequency range (D.C. to 3GHZ) the insulating 
materials are used. The changes in the dielectric constant are produced by 
the changes in dielectric polarizations in the material. 

Frequency Fig (5) shows a the variation of dielectric constant and loss 
index with frequency. The lowest value of dielectric constant accurs at 
the highest frequency and is determined by electronic or atomic polarization. 
Each polarization furnished a maximum and the frequency at which the maximum 
value of loss index accurs is known as the relaxation frequency for that 
polarization. 
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VOLTAGE 


All dielectric polarizations except the interfacial are nearly in- 
dependent of the electrical field in the material. The value of tand is 
practically a constant with the increase the electrical field until such a 
value is reached that the ionization occurs in voids in the material or on 
the surface. Any sudden increase in the value of tand invariably indicates 
a local breakdown of the material and will ultimately lead to total failure 
of the insulation. 


Poionrotions 



FIG (5) POLARIZATIOWS 


Temperature 

The major effect of the temperature on an insulating material is to 
increase the relaxation frequencies of its polarizations. At lower frequencies 
where interfacial and dipole polarizations are effective, the temperature 
coefficient of the dielectric constant is positive. The temperature co- 
efficient of the dielectric constant is negative at high frequencies where 
the electronic and atomic polarization effects are active. 
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The temperature coefficient of the dielectric loss index may be 
positive or negative depending on the relation of the measuring frequency 
to the relaxation frequency. It will be positive for frequencies higher 
than the relaxation frequency and negative for lower frequencies. At 
60Hz, temperature coefficient of dielectric loss index is positive. The 
dissipation factor tand increases appreciably when the temperature increases. 
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CHOICE OF ELECTRODES FOR MEASURING A. C. CAPACITANCE AI\^D DISSIPATION FACTOR tancS 


GENERAL CONSIDERATIONS 

The measurement of tan6, capacitance and complex dielectric constants 
are based upon measurements with the specimen of the material placed in an 
electrode system, whose vaccuum capacitance can be either accurately cal- 
culated or measured in the absence of the test specimen. Therefore the problem 
is mainly of determining two capacitance values accurately, either by cal- 
culation or indirectly by comparison with a capacitance standard whose capacitance 
is accurately known. 

Fig 6 shows an electrode system consisting of two parallel plate 

electrodes, between which the unknown material is to be placed for measurement . 

In addition to desired inter electrode capacitance the system included also 

edge capacitance C^, capacitance to ground of the outside face of electrode 

C , is independent of outside environment, all others being dependent upon 

g 

proximity of other objects. It becomes necessary then to eliminate these 
undesired capacitances. If one measuring electrode is grounded, as is often 
the case, all capacitances except the ground capacitance of grounded electrode 
and its lead are in parallel with desired capacitance. If a guarded test cell 
is used, the capacitance to ground no longer appears and capacitance at terminals 
is lead capacitance can be made very small. 



PAEAULCl- plate: tLCATPAPe' 5Y^5T£M . 



Edge capacitance can be calculated in air. In routine work where 
best accuracy is not required, it is convenient to use unshielded, two 
electrode system and make necessary corrections. 

The fringing and stray capacitance at the edge of guarded electrode 
is practically eliminated by the addition of a guard electrode as shown 
in Fig. 6 ^c) . If the the test specimen and guard electrode extend beyond 
the guarded electrode by at least twice the thickness of the specimen and 
guard gap is very small, the field distribution in the guarded area will 
be identical with that existing when vacuum is dielectric and ratio of 
these two direct capacitances is the dielectric constant. Furthermore 
the field between the active electrodes is defined and the vacuum capa- 
citance can be calculated with the accuracy, limited only by the accuracy 
with which the dimensions are known. Although the guard is commonly 
grounded, arrangement can be made to permit grounding either measuring 
electrode or none of the electrodes to accommodate the particular three 
terminal measuring systems being used. If the guard is connected to 
ground or to a guard terminal on the measuring circuit the measured capa- 
citance is the direct capacitance between two measuring electrodes. If, 
however, one of the measuring electrodes is grounded, the capacitance to 
ground of ungrounded electrode and leads is in parallel with the desired 
direct capacitance. To eliminate this source of error, the ungrounded 
electrode should be surrounded by a shield connecting to guard. 
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Micrometer Electrodes; Micrometer electrode system was developed 19 


to eliminate the errors caused by series inductance and resistance of the 
connecting leads of the measuring capacitor at high frequencies. Fig 11 
shows the micrometer electrode system proposed to be used for measurements 
of tand at high frequencies. Carefully calibrated the micrometer electrode 
system eliminates the need for corrections for edge and ground capacitances. 
This electrode system will be used for measurements at the frequency range 
of 1 MHZ - 30 MHZ. 

Geometry of Specimens: The practical geometrical shapes of electrode 

systems for which the capacitance can be most accurately calculated are 
guarded flat parallel plate electrodes and coaxial cylinder electrodes. 

The equations for calculating the interelectrode capacitances are listed 
in Table I (ASTM) . Flat circular electrodes are generally used for testing 
Solid Sheet insulating materials whereas coaxial cylinderical electrodes 
are used for liquid dielectrics. Corrections for stray field edge effects 
and the effects of the guard gap are made according to the methods described 
in references 15 and 16. The effective area of the guarded electrode is 
greater than its actual area by approximately half the area of the guarded 
gap. 1^16} 
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TABLE 1. — Calculation of Vacuum Capacitance and Edge Corrections 


Type of Electrode Direct Inter-Elec- Correction for Stray Field 

(dimensions in centi- trode Capacitance at an Edge, pF 

meters) in Vacuum pb 


OJ Disk electrodes with 
guard-ring 

a, 


i. 

it 


c =E’ A 
W o- 


= 0.0885A2 ^ 

WKERe 2 

A = (d + B*g) 

4 ^ 


Disk electrodes without 
guard-ring. Diameter of 
the electrodes = diameter 
of the specimen. 




010 


kftwwwwww'teilt 

'^Equal electrodes smaller 
than the specimen 


C = .06954 1 

'' T 



— liWIfBf A 


d'V Unequal electrodes: 
— >\ 



Cylindrical electrodes 
- th ffuard-rine 



^\) Cylindrical electrodes 
without guard-ring 



0.24160 a^+B*g) 
2 » r 

log ^ 

‘'l 

^ 0.24160i^ 

V- 

log ^ 

‘^l 


C =-.0 
e 


i 


where a <<t 029-0. 058 x 

log t P 


C =0.019 K =0.058 log t 
e 9 

P , + 0.01 

where Kg = an approximate 

value of the specimen di- 
electric constant, and 
a «t 

C =0.041 Kg'- 0.077 log t 
+ 0.045 

• * f 

where Kg = an approximate 

value of the specimen di- 
electric constant, and a 
«t 

C = 0 
e 


If ^ < JL_ 

t-dj^ 10 

C^ = 0.019 %' - 0.058 log t 

2P + 0.010 

P = ir(d + t) 

where Kg = an approximate 

value of tl e specimen di- 
electric constant 


B* See Reference 15 Page 55 
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HIGH VOLTAGE TEST SPECIMEN HOLDER AND ELECTRODE 
SYSTEM FOR MEASURING TAN" A T HIGH VOLTAGES 
AND HIGH TEMPERATURES 


The high voltage electrode system was designed to measure the variation 
of tand, with the cti.anf^es in temperature, Corona intensity aad Electrical 
Voltages. This system shall be capable of performing satisfactorily in the 
temperature range of -100°F to + 450F and test high voltages up-to Kv r.m.s. 
60 HZ. 


For the purpose of this experiment, the three terminal method was 
selected. Guarded electrodes arrangement is considered to be quite an 
accurate method because it involves the least corrections. No edge capa- 
citance or fringing and stray capacitance appears in the results. Ground 
capacitance is also made to zero. This type of arrangement is shown in 
Figure (7). A%en the guard gap is small, field distribution is very much 
the same as if the vacuum is dielectric; then the three terminal method 
becomes a referee method. 


The electrode system consists of two circular disk type electrodes 
with a guarding ring electrode. The insulating material under investigation 
is placed between the electrodes as shown schematically in Fig (7). 



FIG 7 SCHEMATIC DIAGRAJi OF GUARDED ELECTRODE 
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Fig (8) Shows the details of the electrode System. 


The heavy specimen holder consists of electrodes designed to lay 
cylindrical with the guard ring and guarded electrode in a co-axial ar- 
rangement. The cylindrical guard ring and guarded electrode are made of 
brass and they are separated by a cylindrical tube of teflon. The lower 
and upper surfaces of the ring and this electrode are ground to nearly 
optical flatness. A small hole is made in the outer periphery of the ring 
and teflon tube up to the inner measuring electrode and a co-axial cable is 
connected such that one of its wires connected measuring electrode to 
detector and the other connected ring to ground terminal. Teflon cylindri- 
cal sheet also maintains a uniform gap between measuring electrode and ring. 
High voltage electrode, which is below the measuring electrode, is also made 
of brass and machine ground to perfect flatness. This electrode rests on a 
cylinder of teflow with an aluminum base. The high voltage connector enters 
from the side of the teflon cylinder and is attached to the back surface of 
the high voltage electrode. The diameter of the high voltage electrode is 
made larger than the ring. Fig (9) shows the photograph of the Electrode 
System. 
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The whole assembly of the electrode system with a test specimen was 
put in the test chamber described earlier. High voltage was applied and 
gradually increased to lOKv r.m.s. 

Temperature inside the chamber was also varied from - 75° and + 

400°F, the electrode system performed well. No flashovers or spurious dis- 
charges were observed. An the connections and the high voltage systems 
wage tested and found to be Corona free-up to 10 kv. r.m.s. 

This complete system is now ready and calibrated for the measurement 
of tan6 and dielectric constants of sheet type insulating materials. The 
measurement of tand can be correlated both to the quality and stability of 
the insulating material under investigation. 
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MEASUREMENT OF TAN6 AND CAPACITANCE AT HIGH FREQUENCIES 


Measurements will also be made at high frequencies up- to 30 MHZ. 
Resonance methods are used to measure both tanfi and capacitance. Fig 
shows the schematic diagram for the HP 4342A Q Meter used for these 
measurements. A three terminal guarded micrometer electrode and a two 
terminal micrometer electrode are used to test the dielectric materials. 
Fig shows the guarded micrometer electrode. The capacitance standard on 
the Q meter has calibration accuracy traceable to National Bureau of 
Standards. The edge correction for the unguarded electrodes were applied 
according to ASTM Standards D150 
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Fig, 10 Q. Meter Schematic Diagram 

























EXPERIMENTAL CHAMBER 


In order to investigate the variation of the important parameters 
that characterize the quality and stability of the insulating material, 
it is very essential that a test chamber be engineered to satisfy the 
following requirements. 

a) Xt should be possible to subject the insulating materials 

to thermal cycling between the operating temperatures of the 
Solar Cell Array. 

b) Provision must be made to inject corona and space charges 
on to the surface of the insulating material under in- 
vestigation at various temperatures. 

c) It should be possible to conduct measurements of dis- 
sipation factor and breakdown voltage, with the test 
sample inside the chamber and at high voltages. 

d) The test chamber and associated equipment must not 
generate spurious signals or interferences which might 
render the measurements inaccurate. 

An environmental chamber which can accomplish the requirements 
listed above has been constructed, with the following capabilities. 

1. The chamber is capable of providing and maintaining and desired 

test chamber temperature between the ranges of -100°F to +450°F. 

2. Provision has also been made apply test Highvoltage to the 

material sample in the test conductor. 
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3. Automatic temperature control devices and temperature measuring 
elements have been calibrated using standard methods of temperature 
measurement . 

4. As the test samples are of small physical dimensions, it will 

be assumed that the temperature at all points of the test sample 
is uniform and is indicated by the steady temperature of the test 
chamber. Any introduction of thermocouples or transducers in the 
electrode system will distort both the thermal and electrical 
stress fields and hence is highly undesirable. 

5. It is essential that all the electrical supplies, connections 
and electrodes shall be corona free. The application of electric 
voltages shall not introduce any extraneous free charges - 
electrons or positive ions - into the test sample. 

6. To make certain that the requirement listed in (5) above is 
satisfied, the test chamber with all the highvoltage supplies 
was energized and tested up to 10 KV r.m.s., and found to be 
corona free. The discharge detection system is capable of 
detecting charges of 0.1 pico coulomb. 

7. Figs (13) and (14) show the test set up. 
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MEASUREMENT OF VOLUME RESISTANCE 


The volume resistivity of the insulating material will change due 
to two ^ rimary causes: 

(1) The Heat generated in the material due to leakage currents 
which may bring about changes in molecular structure. The 
insulating material may also deteriorate due to external heat 
sources, mainly from the solar radiation. 

(2) The penetration of electrons and ions, present in the plasma, 
under the influence of high electric fields. 

The principle of measurement of volume resistance consists in 
measuring the current through the specimen and the Voltage across the 
specimen. 

The unknown Resistance R = V /I . 

X XX 

However, the measurements must be made keeping in view the 
following aspects : 

(1) Fringing of the lines of current at the guarded electrode edges 
may effectively increase the electrode dimensions. 


Because the insulation resistance of solid dielectric specimens 
maybe extremely high, unless extreme case is taken with the 
insulation of the measuring circuit, the values obtained maybe 
more a measure of apparatus limitation than the material itself. 

Where the test specimen has appreciable capacitance, short 
time transients as well as relatively longtime drifts in 
the applied voltage may cause spurious capactive charge an 
discharge currents, which can affect the accuracy of 
measurement. 

When capacitance is very large, the resistance should by 
measured by "Voltage Rate of Change Method" as defined in 
ASTM Standard D257. 

If the plane electrodes are not parallel the current density 
in the specimen will not be uniform and an error may result. 

This error is usually small and maybe ignored. 

Correction to Edge effects and fringing must be applied, ^isl 


Figure (15) shows a circuit for measuring the volume resistance. 



Figure (15) 


ELECTROMETER AMPLIFIER IS USED AS A VERY SENSITIVE NULL DETECTOR 


At Null R = V „ 

X X .Rg 



Where R„ is a Standard resistance, 
s 







MEASUREMENT OF SURFACE RESISTANCE 


The surface resistance of the insulating material will change due 
to the action of changed particles, Plasma and surface arcing. Chemicals 
and gases in the environment in which the insulating material is located 
will also alter the chemical and molecular structure of the surface of the 
insulating material, these by damaging the insulating properties. Figure 
16 shows the circuit diagram of the set up used for measuring the surface 
resistance. In case of insulating materials used on solar cells, only the 
effects of plasma interaction and thermal effects are of importance in 
surface degradation. 



I 


Fig. 17 

On thick samples of materials high voltage low current dry arc test 
according to ASTM Standard D495 is recommended. 
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